AMENDMENT NO. 3 APRIL 2012 
TO 
IS 9471 (PART 3) : 1980 SPECIFICATION FOR MODULAR 
LOWER LIMB ORTHOTIC COMPONENTS 


PART 3 STIRRUP PLATES 


(Page 1, table under Fig. 1) — Substitute the following for the existing: 


Size L+3 W,+3 W,+2 +03 
1 2: W,, 
1 75 60 15 12 
2 90 70 20 16 
3 105 80 20 20 
(MHD 09) 6a oe oe 


Reprography Unit, BIS, New Delhi, India 


